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A B S T R A C T
The high uncertainty in the Relative Biological Eﬀectiveness (RBE) values of particle therapy beam, which are
used in combination with the quantity absorbed dose in radiotherapy, together with the increase in the number
of particle therapy centres worldwide necessitate a better understating of the biological eﬀect of such modalities.
The present novel study is part of performance testing and development of a micro-calorimeter based on
Superconducting QUantum Interference Devices (SQUIDs). Unlike other microdosimetric detectors that are
used for investigating the energy distribution, this detector provides a direct measurement of energy deposition
at the micrometre scale, that can be used to improve our understanding of biological eﬀects in particle therapy
application, radiation protection and environmental dosimetry. Temperature rises of less than 1μK are
detectable and when combined with the low speciﬁc heat capacity of the absorber at cryogenic temperature,
extremely high energy deposition sensitivity of approximately 0.4 eV can be achieved.
The detector consists of 3 layers: tissue equivalent (TE) absorber, superconducting (SC) absorber and silicon
substrate. Ideally all energy would be absorbed in the TE absorber and heat rise in the superconducting layer
would arise due to heat conduction from the TE layer. However, in practice direct particle absorption occurs in
all 3 layers and must be corrected for.
To investigate the thermal behaviour within the detector, and quantify any possible correction, particle tracks
were simulated employing Geant4 (v9.6) Monte Carlo simulations. The track information was then passed to the
COMSOL Multiphysics (Finite Element Method) software. The 3D heat transfer within each layer was then
evaluated in a time-dependent model. For a statistically reliable outcome, the simulations had to be repeated for
a large number of particles. An automated system has been developed that couples Geant4 Monte Carlo output
to COMSOL for determining the expected distribution of proton tracks and their thermal contribution within
the detector.
The correction factor for a 3.8 MeV proton pencil beam was determined and applied to the expected spectra.
The corrected microdosimetric spectra was shown to have a good agreement with the ideal spectra.
1. Introduction
Particle therapy has the advantage of more localised deposition of
dose compared to photons and consequently, less complication of the
adjacent healthy tissues.
Since the ﬁrst use of high energy proton beams for treating cancer
in the mid-1950s there has been a rise in the number of proton and ion
therapy centres and is projected to increase further. Latest statistics
published by the Particle Therapy Co-Operative Group (PTCOG) in
2016, show that there are 68 centres in operation worldwide, 31 under
construction and 17 in planning stages (Particle Therapy Co-Operative
Group, 2016).
The eﬀective dose in particle therapy is determined by multiplying
the physical dose by a Relative Biological Eﬀectiveness (RBE) factor
(Paganetti et al., 2002). Accurate determination of the RBE value is
necessary for utilising particle therapy to its full potential. There have
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been a number of in-vivo and in-vitro studies suggesting diﬀerent
values for the RBE for equivalent beams (Daşu and Toma-Daşu, 2008;
Jones and Dale, 2000; Matsuura et al., 2010; Paganetti et al., 2002;
Tilly et al., 2007).
The biological (and other structural) eﬀects of radiation are not only
inﬂuenced by the average energy deposited per unit mass (i.e. absorbed
dose) but also by the number of interactions in a volume of interest (for
example nucleus, cell, tissue), their magnitude (amount of energy
transferred) and their spatial distribution. Microdosimetry, which
deﬁnes concepts and quantities to specify the energy concentration in
microdosimetric regions, can be employed to improve our under-
standing of radiation eﬀects at the cellular scale (Kellerer, 1985,
1984; Microdosimetry ICRU Report 36, 1983). The determination of
the RBE using microdosimetric spectra for intercomparison of diﬀerent
clinical radiotherapy beams has been demonstrated by Brenner and
Zaider (1998).
The experimental methods in microdosimetry often measure ioni-
sations in gases or semiconductors that are not necessarily representa-
tive of the energy depositions and ionisations in tissue. Tissue
Equivalent Proportional Counters (TEPCs) are the most commonly
used microdosimetry devices and have been attractive due to their
ability to amplify the ionisation from a single particle passage (event)
into a detectable signal. However, their large sensitive volume (usually
centimetre scale) and low energy resolution has led to design and
development of many other detectors which work on similar principles.
These include the miniaturized TEPCs (mini-TEPCs) designed at the
Istituto Nazionale di Fisica Nucleare-Laboratori Nazionali di Legnaro
(INFN-LNL) with a sensitive volume on the millimetre scale instead of
the centimetre scale (De Nardo et al., 2004; Moro et al., 2006). The
mini-TEPCs still suﬀer from large sensitive volumes relative to the
scale desired in microdosimetry measurements (micrometre). In addi-
tion, only the ionisations, disregarding excitations and local heating,
are considered as a representation of the energy deposited in the
counter.
The design concept of a novel Superconductive Quantum
Interference Device (SQUID) based micro-calorimeter for the determi-
nation of microdosimeteric spectra was previously presented by Galer
et al. (2011). A typical image of the device is shown in Fig. 1. To convert
the signal obtained from the micro-calorimeter accurately to the
microdosimetric spectrum, correction factors are required, which are
the focus of this work. During irradiation, energy is deposited along the
path of the particle passing through a dual absorber located within the
SQUID loop. This dual absorber consists of a superconducting (SC) and
a tissue-equivalent (TE) absorber as shown in Fig. 1.
The energy deposited and its distribution in the TE absorber
provides the microdosimetric information directly relevant for the
comparison of diﬀerent treatment modalities for radiotherapy. The
quantity of interest is the energy deposited in the TE absorber by a
traversing particle which is then converted to lineal energy. In an ideal
situation, the traversing particle will deposit energy in the TE absorber
alone leading to a temperature rise within its volume. The temperature
is then conducted from the TE absorber to the SC absorber. This will
cause a change in the eﬀective area of the SC absorber which will be
detected as a voltage change to the SQUID response to an applied
magnetic ﬁeld. The amount of temperature rise causing the voltage
change can be derived as shown by Hao et al. (2003) in their work on
Inductive superconducting transition-edge detectors for single-photon
or macro-molecule detection. The SQUID's response to temperature
changes in the SC absorber is given by Eq. (1):
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Where.
V is the voltage.
T is the temperature of the superconducting absorber.
Rdyn is the dynamic resistance of the SQUID at the bias point.
Ic is the critical current of the SQUID.
Tc is the transition temperature of the superconducting absorber.
λ(0) is the penetration depth at T=0 K.
a is the radius of the SQUID loop.
L is the inductance of the SQUID loop.
µ0 is permeability of free space.
However, the ideal situation described above cannot be realized
since not all heat from the TE absorber will ﬂow to the SC absorber. If
the particle is not stopped in the TE absorber, heat will also be
generated in the SC absorber and heat from the SC absorber can ﬂow to
the silicon substrate.
The method of determining those corrections for a 3.8 MeV proton
pencil beam are described here. Furthermore, the thermal relaxation
behaviour of the novel micro-calorimeter is investigated. A model was
created employing Monte Carlo (MC) simulations to determine the
energy deposition in the micro-calorimeter. The outcome of the MC
simulations were used in a heat transfer model to investigate the
thermal response of the micro-calorimeter caused by individual
incident particles. The process of coupling the two models was
automated enabling the analysis of a large number of incident particles
at various energies.
2. Method
2.1. Monte Carlo simulations
For the ﬁrst part of the work, Geant4 version 9.6 patch-02
(Agostinelli et al., 2003) was employed to simulate a 3.8 MeV mono-
energetic proton pencil beam interacting with the micro-calorimeter.
The positional information of individual energy transfers (called
interactions in Geant4) and the amount of energy deposited in each
layer was recorded for input into the heat transfer model. In addition,
the model was used to produce the expected microdosimetric spectra of
the incident particle. The micro-calorimeter model built for this
Fig. 1. Scanning electron microscope image of the micro-calorimeter.
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investigation has a simple geometry constructed of three layers: the TE
absorber, the SC absorber and the silicon substrate. The micro-
calorimeter is connected to a printed circuit board (PCB) and mounted
on a sample holder, both of which are not included in the model.
Modelling the PCB and the sample holder are computationally
intensive and have no eﬀect on the thermal analysis of the micro-
calorimeter since they can be assumed to be part of the constant
temperature environment. The thickness of each layer and its mass are
tabulated in Table (1).
2.2. Materials
All the materials used for the construction of the micro-calorimeter
are modelled in Geant4 using National Institute of Standards and
Technology (NIST) material data. The G4NistManager class is used to
derive the material from the NIST database. The materials are Carbon,
Niobium and Silicon that are assigned to the TE absorber, the SC
absorber and the silicon substrate respectively.
2.3. Physics
Two types of interactions are considered in this MC simulation. In
Geant4 the interactions of photons and charged particles are governed
by electromagnetic (EM) and hadronic physics. The main physics
models used in this work for the EM processes are G4Livermore,
which has been validated at low energies, down to 100 eV (Araujo et al.,
2005), G4Ionisation, G4PhotoElectricEﬀect, G4ComptonScattering,
G4Bremsstrahlung and G4MultipleScattering (particle dependent).
The models for hadronic processes include: G4HadronElasticProcess,
G4InelasticProcess and G4BinaryLightIonReaction. The physics list
employed in this model was previously validated by Galer (2012).
The production cut parameter in Geant4 allows the user to specify a
threshold distance, which restricts secondary particles to be produced
only if they have enough energy to travel this distance or further. To
simulate and measure the track information in the thin ﬁlm absorbers
accurately, the minimum production cut of 0.1 µm, which is approxi-
mately equivalent to a 100 eV threshold energy, was assigned to the
absorbers. A diﬀerent production cut of 2.5 µm was deﬁned for
tracking particles in the silicon substrate. This is because the substrate
thickness is approximately 1500x larger than that of both absorbers
together. The potential for reducing the production cut in the silicon
substrate was limited by the computation time for simulating the
thermal relaxations.
Due to the stochastic nature of interactions no two particle tracks
are the same, resulting in diﬀerent responses of the micro-calorimeter.
An energy deposition ﬁlter was determined by simulating 20 million
proton particles to interact with the micro-calorimeter, to determine
the most common particle tracks. The ﬁlter was based on the amount of
energy deposited by the primary and secondary particles in the TE and
SC absorbers. The track information (i.e. position and magnitude of
energy transfer) per particle was recorded for implementation in the
heat transfer model.
2.4. Heat transfer modelling
The particle track information obtained from the Geant4 MC
simulation is communicated as input to the heat transfer model for
thermal analysis of the micro-calorimeter. COMSOL Multiphysics, a
ﬁnite element solver software package, was employed to build the heat
transfer model with the latest version (5.2) being used for this work
(COMSOL, 2015).
2.5. Geometry
The geometry built in COMSOL was modiﬁed to reduce the
computation time. The accuracy that can be obtained from any ﬁnite
element method model is directly related to the number of elements of
the ﬁnite element mesh that is used. Preliminary heat transfer
simulations on the micro-calorimeter with actual sizes, presented in
Table (1), conﬁrmed that the computation time for a suitable meshing
structure of such geometry were long and impractical if many tracks
were to be simulated. The very thin ﬁlm sizes of the TE absorber
(0.2 µm) and the SC absorber (0.12 µm) on the 360 µm thick silicon
substrate forced the meshing structure to have a very large number of
meshing elements in the order of 1×106. This resulted in each run
taking approximately 30 min on a high performance computer (12
2.30Ghz Intel cores) which was undesirably long when considering
many track simulations. Therefore, an alternative method of thickness
scaling was developed in building the model.
Rescaling the TE and the SC absorber thickness to a size compar-
able to that of the silicon substrate (360 µm) improved the meshing
structure and the computation time. The thickness of the TE and the SC
absorbers were scaled to 100 µm and 60 µm respectively. To maintain
the thermal relaxation behaviour of the micro-calorimeter similar to
that of the actual size, the thermal conductivity and density of both
absorbers were scaled accordingly. This reduced the simulation time by
a factor of 10, i.e., to less than 3 min per run.
An optimised meshing was created for the model that incorporated
every interaction caused by the particle traversing the micro-calori-
meter which could be as high as 100 interactions depending on the
energy of the incoming particle.
A maximum meshing element size was determined for each layer
from the conduction length presented in Table (2). The volume-
averaged temperature of each layer was calculated in 0.1 ns time steps.
The conduction length scale of this time resolution was determined
employing Eq. (2).
l αt=6 (2)
Where,
l is the conduction length scale.
t is the shortest time step required after heat source is switched oﬀ.
α is the thermal diﬀusivity of the material, which can be interpreted
as a measure of thermal inertia.
In addition, the meshing for point-heat-sources representing en-
ergy transfer points were created with a maximum element size of
0.5 µm. The positions of the point-heat-sources were changed for each
particle track resulting in a unique meshing structure for individual
particle tracks. The bespoke meshing structure created, allowed
accurate analysis of the thermal behaviour starting from the time that
power is dissipated into the system as it conducts through the
absorbers and into the silicon substrate. A typical meshing structure
created when a 3.8 MeV proton beam interacts with the micro-
calorimeter is presented in Fig. 2.
A time control step function was deﬁned in COMSOL for the
Table 1
Components of the micro-calorimeter and the actual thicknesses used for simulations.
Layer Thickness (µm) Mass (kg)
TE absorber 0.2 6.89 × 10–14
SC absorber 0.12 4.11 × 10–13
Silicon Substrate 360 7.55 × 10−10
Table 2
Conduction length for each layer assuming a 0.1 ns resolution.
Layer TE absorber SC absorber Silicon
substrate
Maximum element size
(µm)
6.0 30.0 52.0
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insertion of power over 1 ns into the model which represents particle
interactions.
2.6. Material
One of the most important factors inﬂuencing the behaviour of
temperature in the COMSOL simulations is the thermal properties of
the material used for modelling. The experiment is performed at
cryogenic temperatures and the micro-calorimeter performance is
optimised at ≈6 K.
Measurements of the exact properties of the materials used in this
investigation are not possible or require complex experiments that are
out of scope of this study. The properties of materials closely
representing the micro-calorimeter, reported in published data, were
used for COMSOL simulations.
The Thermophysical Properties Research Center has published a
comprehensive compilation of data that was used to select the thermal
conductivity and speciﬁc heat capacity of Si and Nb (Touloukian et al.,
1974, 1970).
The TE absorber used in the micro-calorimeter consists of amor-
phous carbon deposited by electron beam induced deposition of
naphthalene gas. The thermal properties of the TE absorber depends
on the density of the amorphous carbon which is diﬃcult to determine
once deposited. Unlike the thermal properties of graphite, there is lack
of published data on thermal properties of amorphous carbon ﬁlm at
the intended temperature ≈6 K. The speciﬁc heat capacity of the
amorphous carbon ﬁlm at cryogenic temperatures was chosen from
the only published data available by Takahashi and Westrum in 1970
(Takahashi and Westrum, 1970). The thermal conductivity of the
amorphous carbon were taken from recommended data by Ho et al.
in “Thermal conductivity of the elements: A comprehensive Review”
(Ho et al., 1974).
2.7. Determination of the correction factor
The advantage of the computational model over experiment is that
the model can treat the layers independently. This capability was
utilised to develop a method to distinguish the temperature rise due to
a) the heat conducted from the adjacent layers and b) the heat from
direct energy deposition in each domain.
For every incident proton particle four diﬀerent interaction condi-
tions were built in the heat transfer model as shown in Fig. 3.
Case 1, 2 and 3 represent the hypothetical conditions of energy
deposition in the TE absorber, the SC absorber and the silicon
substrate respectively. Case 4 represents the experimental condition
where the incident proton interacts and deposits energy in every layer
of the micro-calorimeter.
The volume-averaged temperature rise in each layer was recorded
for all 4 cases over 10 ns. A detectable signal is obtained from the
micro-calorimeter when there is a temperature change in the SC
absorber. In an ideal measurement situation, the incident proton
would only deposit energy in the TE absorber (Case 1) and the signal
from the micro-calorimeter will solely be due to the heat conducted
from the TE absorber to the SC absorber. However, this was proven to
be unlikely observing MC simulations where the incident particle
deposited energy in all layers of the micro-calorimeter (case 4).
Utilising this method, the temperature rise due to direct energy
deposition or heat contribution from adjacent layers can be deter-
mined. The average volume temperature rise of the SC absorber while
simulating Case 1, represents temperature rise caused by heat conduc-
tion from the TE absorber. The temperature rise in the SC absorber, as
a result of heat conducted from the silicon substrate, can be determined
from simulating case 3.
The sum of temperature rises in a layer while simulating Case 1, 2
and 3 should be equal to that of simulating case 4. The diﬀerence
Fig. 2. A typical meshing structure of the micro-calorimter model. The TE and the superconducting absorbers thicknesses have been scaled.
Fig. 3. The 4 cases built for every incident proton to determine the temperature contributions. Viewing the geometry in zx planes.
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between these calculations is an indication of the systematic uncer-
tainty in the model.
The method developed is useful, detailed and powerful in determin-
ing possible corrections to the signal from the micro-calorimeter.
However, it is necessary to simulate the eﬀect of a large number of
particles in order for the results to be statistically reliable. Simulating 4
diﬀerent cases for every incident particle and manually inputting the
parameters for every particle track is laborious and unfeasible, there-
fore, the process was automated.
The novelty of this work, in addition to the determination of
appropriate correction factors, is the method of coupling MC simula-
tions into a heat transfer model for thermal analysis, which can be
adopted for any other thermal analysis work with ionising radiation.
The practicality of this method is enhanced by the automation process
which is described in this section. The automation process was possible
with the LiveLinkTM for MATLAB module that connected COMSOL
Multiphysics with Matlab scripting.
A script was written in Matlab which performed the pre-processing
on every track for use in the heat transfer model. The script reads in the
track information obtained from MC simulations, applies the indivi-
dual energy transfer position and the amount of energy deposited to
the COMSOL model. The outcome included the average volume-
averaged temperature of each layer in all the 4 cases, which were
recorded for post processing.
The ratio of the average volume temperature rise, measured at
0.2 ns after power input, in the SC absorber when simulating Case 1
and case 4 is calculated for 1000 proton tracks. The ratio determined is
the percentage heat contribution from the TE absorber into the SC
absorber. The stochastic behaviour of the particle interaction results in
ﬂuctuation of the factor determined. Therefore, the correction factor is
calculated as the mean value for the percentage heat contribution from
the TE absorber into the SC absorber.
2.8. Applying the correction factor
The correction factor was applied to the expected energy frequency
distribution in the micro-calorimeter. The corrected distribution was
converted to a microdosimetric spectrum, which was compared to an
ideal case simulated employing Geant4 MC simulations. The expected
energy frequency distribution is obtained by considering energy
deposition in both the TE and the SC absorbers, whereas in the ideal
case only the energy deposited in the TE absorber is considered.
3. Results and discussion
The temperature increase in the SC absorber assuming energy
deposition in the TE absorber is shown in Fig. 4. This range of
temperature change is easily detectable with the micro-calorimeter.
The percentage heat contribution, per proton track, from the TE
absorber resulting in a temperature change in the SC absorber is the
correction factor required per track. The mean percentage heat
contribution is determined indicating the mean correction factor
required to correct the response of the micro-calorimeter assuming
most common tracks for a 3.8 MeV proton pencil beam. The mean
correction factor and the standard error of the mean was determined to
exhibit a value of 50.15 ± 0.02. The response to every track is unique,
hence there is a variation in the correction factors obtained for each
individual proton track. The variation determined in terms of standard
deviation has a value of σ=28.
A detailed analysis of the heat contributions show that the correc-
tion factor obtained is signiﬁcantly inﬂuenced by the heat conducted
from the silicon substrate to the SC absorber. At the relatively low
initial beam energy of 3.8 MeV the protons fully stop in the silicon
substrate depositing most of their energy in this layer. Therefore, a
small change in the energy deposited in the silicon substrate has a
signiﬁcant eﬀect on the determined correction factor. The eﬀect is less
pronounced in the case of energy deposition variation in TE and the SC
absorbers.
The expected and ideal microdosimetric spectra using the micro-
calorimeter was determined simulating 20 million proton particles with
an energy of 3.8 MeV, shown in Fig. 5. The correction factor obtained is
applied to the expected microdosimetric spectra simulated employing
Geant4 MC simulations.
The corrected spectrum has a good agreement with the hypothetical
ideal spectrum, which is achieved if the particles deposit energy only in
the TE absorber. This suggests that the method developed is feasible to
correct the experimentally determined microdosimetric spectra. The
large standard deviation on the mean correction factor of all the tracks
could have caused the diﬀerence between the corrected and the ideal
spectra.
4. Conclusion
A novel method was described that couples Monte Carlo simula-
tions with a heat transfer model to determine the correction factor
needed when measuring microdosimetric spectra of a 3.8 MeV proton
pencil beam with the micro-calorimeter. Automating the process
allowed for thermal analysis of 1000 proton tracks which can be
increased at the expense of longer computation time. The determined
correction factor was applied to obtain a corrected microdosimetric
factor which can then be used to determine a RBE value. The models
are capable of simulating particles other than protons at higher
energies.
5. Future work
The work is currently in progress to simulate particle beam energies
higher than 3.8 MeV and in the region of clinical proton beam energy.
A single mean correction factor may not be applicable to a mixed
particle beam hence an alternative method is being investigated, which
would allow correction of mixed particle beams or wide spectrums. A
redesign of the micro-calorimeter is also under investigation to
Fig. 4. Histogram plot of temperature increase in the superconducting absorber caused
by energy deposition in the TE absorber.
Fig. 5. Expected, ideal and corrected microdosimetric spectra for a 3.8 MeV proton
pencil beam.
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eliminate the dominant eﬀect of the silicon substrate on the correction
factors. Furthermore, experimental work is in process to operate the
micro-calorimeter at a microbeam facility for comparison with other
microdosimetric detectors.
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